Apparatus for excitation and detection of Rydberg atoms in quantum gases 
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We present and characterize a versatile experimental setup which allows for excitation and detec- 
tion of Rydberg atoms in quantum gases. The novel concept of the setup features two charged 
particle detectors and eight electrical field plates inside the vacuum chamber, which allows the 
detection and manipulation of Rydberg atoms. The setup presented here is applicable to all 
atomic species used in the field of quantum gases. We describe and characterize the production of 
Bose-Einstein condensates, the excitation scheme into Rydberg states, the detection of Rydberg 
states by field ionization followed by ion detection and the various electric field configurations 
provided by the eight field plates. 
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I. INTRODUCTION 

Over the last two decades scientists have developed a 
huge variety of different vacuum chamber designs serv- 
ing distinctive purposes for experiments in atom op- 
tics. An important and challenging task in many exper- 
iments is the reliable production of Bose-Einstein c on- 
densates (|Cornell and Wiemanl . l2002l : iKetterld . |2002| ) in 
combination with additional experimental tools. De- 
pending on the physics to investigate specialized se- 
tups have bee n developed exp lore transportable conden- 
sates (Chikk atur et all. 20021 ). toroidal shaped condcn- 
sates (IGupta et a l!, '2005'), condeii s ates o n microchips 
(|Fortagh et all Il99& .Hansel et al\ . l200lh . Other de- 
signs featuri ng experimental extensions like high fi- 
nesse cavities ( Ottl et a/.l . [2006t) and multi-channel plates 
( Robert et 'dl. l200lh have been realized. Here, we 
present a new apparatus for the investigation of Ryd- 
berg atoms in ultracold quantum gases. The setup itse lf 
is based on a standard BEC-setup (Streed et aLl . l2006l ). 
which is used in many atom optician laboratories over 
the world, though, it has the unique capability to inves- 
tigate and manipulate Rydberg atoms in the quantum 
degenerate regime. 

Bose-Einstein condensates are produced by trapping 
and cooling atoms from a thermal atom source, usually 
from a solid alkali metal. After slowing down the veloc- 
ity of the thermal atoms by several orders of magnitude 
they can be trapped in a magneto-optical trap, that is, 
three pairs of laser beams confining the atoms around the 
center of a superposed magnetic quadrupole field. Due 
to scattering of light in the magneto-optical trap it is 
not possible to achieve condensation in this type of trap. 
Thus, the atoms have to be loaded in a trap, in which 
the confining potential is not build up by near resonant 
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light. 

One possibility to realize a conservative trapping po- 
tential is an intense far off resonant light field (FORT). 
The trapping potential is build up by the dipole force, 
which is due to the interaction between the light and the 
induced dipole moment of the atom. Another possibil- 
ity, and by far the most common, is to tr ap the atoms 
ma gnetically in a loffc-Pritchard type trap ( Ernst et all . 
Il998) . The loffe-Pritchard trap is formed by a radial 2D 
quadrupole field and an axial dipole field, which yields a 
radial gradient and a superposed axial curvature. Once 
the atoms are tightly confined evaporative cooling is ap- 
plied to cool the atoms into the quantum degenerated 
regime in which the ground state is macroscopically oc- 
cupied and the atoms form a coherent matter wave. 

The combination of Bose-Einstein condensates with 
Rydberg atoms opens a new field of research aiming 
for strong interactions and strongly correlated meso- 
scopic systems. The coherence properties of quantum 
degenerate gases in combination with a coherent exci- 
tation scheme into Rydberg states yields an ideal tool 
box t o study decoherence pro cesses in mcsoscopic sys- 
tems ( Heidemann et all . l2007l ) and for testing the pre- 
conditions fo r quan tum computing (jDiVincenzol . l2000l : 
iJaksch et all l2000l ). The strong interaction between 
Rydberg atoms is governed either by the van der Waals 
interaction, whic h can induce a blockade effect in Ryd- 
berg excitation (iHeidemann et all 120071 : ISinger et all 
l2004atlTong et aLl . 12004 ) or the anisotropic dipole-dipole 
interaction. A handy feature of Rydberg atoms is the 
tunability of the interaction strength by either choosing 
a cert ain Rydberg stat e or by applying suitable electric 
fields (iGallagheil 11994*). 

Far reaching insight in the properties of Rydberg 
atoms have bee n ach i eved b y experiments on thermal 
atomic beams (|Kochl . Il983l). With the discovery of 
laser c ooling t e chniqu es (Chul, ll998t ICohen-Tannoudiil . 
119981 : iPhillipsl . Il998t) it is now possible to extend 
the experiments to so called frozen Rydberg gases 
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(|Anderson et all Il998t iMourachko et all Il998f) . The 
name reflects the fact that the atomic motion at tem- 
peratures in the microkelvin regime are nearly frozen 
out during the typical experimental timescales of sev- 
eral microseconds. The relatively high densities of sev- 
eral 10^^ atoms/m^ privilege these systems to investi- 
gate the interaction among Rydberg atoms. In such 
systems several gr oups have inve s tigated the van-der- 
Waals interaction (lAmthor et all 2007 ;_ F^ooai et all 
l2003HSinger et aLl. [20o'4h HTong et aZ.l.l2004D and the res- 
onant dipole-di p ole in t eraction (Afrousheh et all 12004 
lAnderson etaj] . Il998l : IVogt et all l2006l ) inclu"ding the 
angular depe i idenc e of the dipole-dipole interaction 
(ICarroll et oL ^ 2004 ). With the observation of a coher ent 
excitation ( Cubel et~ai] . 120051 : iDeiglmavr et all l2006i) is 
it now possible to study the coherence properties of meso- 
scopic qua ntum systems under the i nfluence of strong in- 
teractions ("Heideman n et al\ . l2007t ). Closely related to 
the frozen Rydberg gases is the sim ultaneously evolving 
research field on ultr acold plasmas ( Killian et all IT999t 
iRobinson et al. 1. 120001 ) ■ which can be studied in the same 
setups. 

Finally, the extension of such setups to degenerate 
quantum gases increases not only the parameter space of 
available densities and temperatures by several orders of 
magnitude, but allows also for phase sensitive measure- 
ments using a coherent matter wave with well defined 
internal and external states. 

Besides the ability of the apparatus to produce stable 
Bose-Einstein condensates working with ultracold Ryd- 
berg atoms requires a modification of the common setups. 
Especially components to apply strong electric fields over 
the atomic cloud and ion or electron detectors for the 
detection of Rydberg atoms are required. Additionally a 
narrow-band laser system is required, to excite the atoms 
into specific Rydberg states or to gain coherent control 
over the excitation. 

This paper is organized in the following way. We de- 
scribe the vacuum chamber in the next section, followed 
by a characterization of the Bose-Einstein condensate in 
section Hill The sections llVI and fVl are covering the ma- 
nipulation of the Rydberg atoms, namely, introducing 
the Rydberg laser system and the electric field genera- 
tion. The detection of Rydberg atoms is presented in 
section IVTl followed by a measurement of a Stark map in 
section IVIIII In the end an outlook is given in section 
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II. VACUUM SYSTEM 

The vacuum chamber consists mainly of two parts as 
shown in Fig. [1] The oven assembly, which is operated 
at high vacuum (10~^ mbar), delivers a thermal beam 
of gaseous Rubidium atoms into the ultra-high vacuum 
part of the setup (< 2 • 10~^^ mbar) for further pro- 
cessing. The basic design of our setup can be found in 
several experimental groups in similar realizations and a 
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FIG. 1 Overview of the complete vacuum system. A ther- 
mal beam of Rb-atoms is produced with an effusive oven and 
slowed down with a Zeeman-slower which connects the oven 
part with the main chamber. The required ultra-high vacuum 
in the main chamber is accomplished with an ion pump and a 
titanium sublimation pump, which can be cooled down with 
liquid nitrogen. 



detail ed descr i ption of its basic principles can be found in 
(Stre ed et aLl . 120061 ). At the given pressure in the main 
chamber we measured a lifetime of more than 160 seconds 
of magnetically trapped atoms. 

The production of a Bose-Einstein condensate consists 
of several successive experimental steps. The starting 
point is a magneto-optical trap (MOT), which is in our 
case loaded by an atomic beam produced by an effusive 
oven and slowed down by a Zeeman-slower. Within a few 
seconds several 10^" atoms are caught in the MOT. To 
reduce the temperature of the magneto-optically trapped 
atoms to about 25-30 pK we apply a gr ey molasses cool- 
ing scheme for 30 ms ( Lett et aLl. ll989D . As a next step 
the atoms are optically pumped to the F = 2,mF — 2 
state and transferred into a best possible mode-matched 
pure magnetic trap. In this trap the atomic cloud is 
cooled down within 30 s to quantum degeneracy by forced 
evaporative cooling using radio- frequency techniques. By 
this procedure we are able to produce Bose-Einstein con- 
densates with 3 • 10^ atoms every 40 s. 

The main chamber depicted in Fig. |2l has to fulfill 
several boundary conditions simultaneously. First of all, 
good optical access in three dimensions for laser cool- 
ing is necessary. Two further optical axes are added for 
imaging which are equipped with two larger view-ports 
(CF 63) to obtain a better optical resolution. The nu- 
merical apertures in both imaging axes are 0.17 which 
yields an optimal resolution of 5.6 pm for a wavelength 
of 780 nm. Altogether eleven optical view-ports (7056 
glass) are available which are suitable for wavelengths 
ranging from 300 nm to 2.5 pm. At the same time close 
by magnetic coils for magnetic trapping are necessary. 
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FIG. 2 Detailed view of the main chamber. In the left part of the figure is one recessed bucket removed to reveal the components 
used for electrical field manipulation and Rydberg atom detection. The right part of the figure shows a slice of the main chamber 
including both recessed buckets. Inside the buckets, but outside the vacuum, are the coils for magnetic trapping located. More 
details are given in the text. 



We use a cloverlea f style loffe-Pritchard trap ( Pritchardl 
119831: IStreed et all I2006D which is located inside two re- 
cessed bucket windows outside the vacuum. The inner 
spacing of the two coil assemblies is 32 mm. The two 
pinch coils of the cloverleaf trap produce an axial cur- 
vature of B" — 0.56 G/cm^ per Ampere and the leafs 
a radial gradient of B' = 0.61 G/cm per Ampere. At 
typical operation conditions with 400 A in all coils and 
an offset field of 1.5 G we obtain for ^^Rb trapped in 
the F — 2,mp — 2 state trapping frequencies of 18 Hz 
axially and 250 Hz radially. 



The main goal of the setup described here is the inves- 
tigation of Rydberg atoms excited from Bose-Einstein 
condensates. For the manipulation and detection of the 
highly excited atoms we included eight field plates and 
two multi-channel plates (MCP) close to the atoms inside 
the vacuum. The details of this add-ons will be discussed 
in detail below. Because of the arrangement of the field 
plates we had to relocate the radio-frequency coils used 
for evaporative cooling further away from the atoms as 
can be seen in Fig. [2] and Fig. \5\ We use two coils made 
of polyimid coated copper wires consisting each of two 
loops. Remanent charge on the insulating coating can 
cause disturbing electric fields if they are too close to the 
atoms, which is also avoided by the larger distance of 
the coils. Nevertheless, the coils produce at the position 
of the atoms an average magnetic field of 5 mG (for fre- 
quencies from 1 to 30 MHz) , when driven with 2 W. This 
is sufficient to drive the magnetic dipole transitions for 
evaporative cooling. 



III. BOSE-EINSTEIN CONDENSATION 

Typically we perform evaporative cooling for 30 s on 
the magnetically trapped cloud until we reach the criti- 
cal temperature Tc at roughly 400 nK for the given trap 
parameters. The analysis of the Bose condensed clouds is 
done after some time-of-flight with the absorption imag- 
ing technique. In Fig. [3]a purely thermal cloud at T « Tj, 
is shown and a cloud at 0.7 -Tc with a condensate fraction 
of 65 %, both after a free expansion of 21 ms. The tem- 
perature of the cloud is obtained by fitting a Gaussian 
distribution to the wings (indicated by the vertical lines) 
of the recorded density distribution. The width of the 
Gaussian distribution determines then, with the knowl- 
edge of the free expansion time, the temperature of the 
cloud, assuming a point-like trapped cloud. Apparently 
the atomic cloud at T = Tc is not Gaussian anymore. 
The Bose enhancement plays already above Tc a crucial 
role. The blue line is a fit to a Bose distribution where 
the chemical potential was set to zero. From this fit we 
deduce the atom number in the thermal cloud for all tem- 
peratures below Tc- In a next step we subtract the fitted 
Bose distribution from the data and assign the remain- 
ing part to the Bose-Einstein condensate. The density 
distribution in Thomas-Fermi approximation follows a 
parabolic shape for a harmonic trapping potential. With 
this it is now possible to extract the condensate fraction, 
which is the number of atoms in the condensed phase di- 
vided by the total atom number. With the knowledge of 
the condensed atom number and the trapping frequencies 
all important parameters of the atomic cloud are deter- 
mined. A trapped BEG with 3 • 10^ atoms has a radial 
Thomas- Fermi radius of 3.3 pm and an axially radius of 
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FIG. 3 Density distribution at different temperatures. The 
pictures show a central slice of two absorption images taken 
after 21 ms time of flight. The figure on the right is a thermal 
cloud just at the critical temperature. On the left an atomic 
cloud well below Tc is shown. The vertical black lines indicate 
the part of the clouds which was taken for fitting the thermal 
contribution. The green curve is a Gaussian fit on the wings 
beyond the black lines. The blue line is the Bose enhanced 
distribution, which shows that there is actually no condensate 
fraction present in the right figure. Finally the red line is the 
condensate fraction in Thomas-Fermi approximation. 



46 pm. The peak density is 3.5 • 10^^ cm"^ and the cor- 
responding chemical potential is roughly 3 kHz • in units 
of Plancks constant. 



IV. LASERSYSTEM FOR RYDBERG EXCITATION 

The excitation into Rydberg states with principal 
quantum numbers ranging from n=20 up to the ioniza- 
tion threshold is accomplished by a two-photon excita- 
tion scheme. For a single photon excitation one has to 
use light at 297 nm, which is difficult to produce. In 
the two-photon excitation scheme the first laser is tuned 
close to resonance to a transition of the ground state 
to an intermediate state, from which the second photon 
takes the atom to the desired Rydberg state. The polar- 
izability of the intermediate state enhances the coupling 
of the ground state to the Rydberg state. By choosing a 
sufficient large detuning with respect to the intermediate 
state one avoids population of the intermediate state and 
one obtains effectively a two level system. In our case we 
use as an intermediate state the 5P3/2 state which cor- 
responds to wavelengths at 780 nm and 480 nm. The 
red light (780 nm) is produced by a standard external 
cavity diode laser setup, whereas the blue light (480 nm) 
is generated by frequency doubling laser light of a ta- 
pered amplifier at 960 nm. Fig. 2] depicts the schematic 
setup of the laser system. The two laser systems for the 
red (780 nm) and the infrared (960 nm) light, as well all 



elements for frequency stabilization are located in a sepa- 
rate room to increase the stability. By this we reached an 
overall line-width of the two photon excitation of about 
1.5 MHz for excitation times above one millisecond. On 
the timescale of our experiments of several microseconds 
we measure a line-width of about 130 kHz. The infrared 
light is brought to the laboratory by a polarization main- 
taining (PM) optical fiber, passes a tapered amplifier, a 
frequency doubling cavity (TA-SHG 110, Toptica Pho- 
tonics AG, Germany) and is finally guided by another 
PM-fiber to the experiment. A third PM-fiber takes the 
light at 780 nm to the experiment. 

Our setup allows us to choose easily different laser fre- 
quencies for manifold experimental situations. The fre- 
quency of the 780 nm light is stabi hzed with a stand ard 
polarization spectroscopy method ( Demtrodeil . |2003 ) to 



any desired line or crossover of the 55i/2 5P3/2 tran- 
sition manifold. Before it enters the vacuum chamber, it 
passes an acousto-optical modulator (AOM) in a double- 
pass configuration. With this AOM we can switch the 
light within 20 ns and tune the frequency of the light 
by 200 MHz within the 3dB bandwidth. In combination 
with the locking scheme we can tune the light right on any 
resonance, or detune it at most by 500 MHz with respect 
to any transition line of the 55*1/2 ~* 5P3/2 manifold. The 
transfer cavity is used to stabiliz e the 960 nm light to the 
alrea dy stabilized 780 nm light ( Bohlouli-Zaniani et all 
I2OO6D . The 30 cm long cavity is made of stainless steel 
and has a mode spacing of 125 MHz. Its length can be 
altered by a piezo actuator, which is used to stabilize the 
length of the cavity onto the transmission signal of the 
780 nm light. We evacuated the cavity to avoid changes 
in the refractive index of the air due to atmospheric pres- 
sure and humidity. The master laser at 960 nm can now 
be stabilized to any mode of the cavity in steps of 125 
MHz. A subsequent AOM in double pass configuration 
allows us to scan the infrared light by 300 MHz, which 
corresponds to 600 MHz of the frequency doubled blue 
light at 480 nm. To scan a larger frequency region than 
available by the AOM, we control the grating of the in- 
frared diode laser directly and scan by this the frequency 
without mode hops for more than 12 GHz in the blue 
light. To calibrate the frequency of the scanned region 
we simultaneously record the signal from the stabilized 
Fabry Perot resonator. 

The two laser beams for the two-photon excitation are 
spatially overlapped before entering the vacuum chamber 
at a dichroic mirror. The overlapped beams were aligned 
parallel to the z-axis, which is also the quantization axis 
of the magnetic trap. The polarization of both beams 
was set to (t+ respectively a~ to maintain the magnetic 
moment of the atom and avoid frequency shifts due to 
magnetic fields. At the position of the atoms the 1/e^ 
radius of the 780 nm light was set to 550 pm and the 
one at 480 nm to 35 pm. The maximum available laser 
power in the blue light (480 nm) is about 55 mW at the 
position of the atoms. In most experiments the power of 
the 780 nm light is reduced well below one milliwatt to 
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FIG. 4 Laser-system for two photon excitation of *^Rb into 
Rydberg states. The red light at 780 nm is generated by a 
standard external cavity diode laser system. The production 
of blue light in the range of 475 nm to 483 nm is more in- 
volved. For this purpose we use a master slave setup, where 
a standard diode laser setup delivers infrared light at 960 nm 
which is amplified by a tapered amplifier. A subsequent fre- 
quency doubling cavity delivers the desired wavelength. After 
stabilizing a transfer cavity to the red light at 780 nm this cav- 
ity is used to stabilize the blue light at 480 nm with respect 
to the 780 nm light. The red light at 780 nm is locked to a 
spectroscopy signal produced in a Rubidium gas cell. 



avoid excitation into the 5P3/2 state. At an detuning of 
480 MHz (see Fig. [S]) and a typical laser power of e.g. 
50 pW the spontaneous scattering rate reduces to below 
one 1 kHz. The effective two photon Rabi frequency at 
this setting is 250 kHz. Another important aspect the 
uniformity of the illumination of the atoms. An atomic 
cloud at e.g. 3.4 pK confined in our ma gnetic trap at a. n 
offset field of 0.89 G, as used in (Hcidc mann et aZ.l . l2007l ). 
has a Gaussian shape with a radial width of dp = 8.6 pm. 
At this parameters 85 % of the atoms experience at least 
80 % of the maximum two photon Rabi frequency. 



V. ELECTRIC FIELD PLATES 

The high sensitivity of Rydberg atoms to elec- 
tric fields opens the possibility to manipulate the in- 
ternal states of the Rydberg atoms by field plates 

To produce electric field 



(jMacAdam and Hwana . 2003). 
configurations as versatile as possible, we installed eight 
field plates close to the atoms. The spatial arrangement 
can be seen in Fig. O and Fig. [21 Each of these plates 
can be addressed individually, which allows us to gener- 
ate nearly any field configuration starting from constant 




Faraday 
cage 

FIG. 5 Electric field plates (A-H) and Faraday cages (/ and 
J) for the multi-channel plates. Four field plates are glued 
onto each of the resessed buckets, such that plate A, B, C, 
and D lie vis-a-vis to the plates E, F, G and H. The inner 
distance between the plates is 25 mm. All dimensions given 
in the figure are in millimeters. The MCPs were located as 
close as possible to the center of the vacuum chamber without 
loosing any optical access, which resulted in the two different 
distances. 



fields in arbitrary directions, to gradient fields, quadrupo- 
lar fields, hyperbolic concave saddles or hyperbolic con- 
vex fields with a positive curvature in all three dimen- 
sions. Some realizations are shown in Fig. [51 

The eight field plates are made of stainless steel with 
a thickness of 0.5 mm. They are glued with 1 mm thick 
ceramic spacers onto the resessed buckets. The dimen- 
sions of the spacers have to be small enough, that they 
are completely hidden behind the field plates from the 
viewpoint of the atoms. Any insulating surface can ac- 
cumulate charge and falsify the desired field configura- 
tion. To charge the field plates they are spot welded to 
a stainless steel wire, which are radially led outwards as 
can be seen in Fig. [51 At the edge of the resessed bucket 
the wires are fixed in position by short ceramic tubings, 
which arc also glued to the buckets and are subsequently 
connected to capton insulated copper wires. These cop- 
per wires are then finally connected to one of the fourfold 
high voltage feedthroughs. To avert breakthroughs inside 
the chamber induced by sharp edges we rounded off all 
four edges of each plate with a radius of 1.5 mm. Finally, 
we etched and electro-polished all field plates including 
the spot welded wires to burnish also small spikes. The 
polishing was done in a acid bath consisting of one part 
of 96% sulfuric acid, two parts of 85% phosphoric acid 
and six parts of distilled water. After two minutes at a 
current of 5 A about 70 pm of stainless steel from the 
plates was removed and they exhibited a semi gloss sur- 
face. After installation of the field plates and evacuating 
the chamber we measured no current leakage up to 3000 
Volts for all plates. 

During the experimental process it is necessary to 
switch the applied voltages within short times. To do so 
we use bipolar high voltage switches (HTS-6103 GSM, 
Behlke Electronic GmbH, Germany), which have an in- 
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FIG. 6 Simulation of four different electric field configura- 
tions produced by an asymmetric octopole. The field plates 
are represented by point charges located at the corners of a 
cuboid with an aspect ratio of x:y:z=15:15:14 (mm). This 
simple geometry gives an excellent agreement with the elec- 
tric fields of the real geometry, which have also been simulated 
by an elaborate finite element method. All four graphs show 
the absolute value of the calculated electric field along the 
coordinate axes as defined in Fig. [2] and Fig. [5] The upper 
left graph shows the realization of a preferably constant field 
by setting the charges A, B, C and D to a charge -Q (blue) 
and E, F, G and H accordingly to 4-Q (red). The upper right 
graph shows a simplified implementation of a constant elec- 
tric field by setting charges B and H to -fQ, which was used 
in our measurements in section IVIIII On the lower left side 
is the realization of a gradient field along all three axes is 
shown (by setting all charges to the same value) , which could 
be used in order to excite atoms space selective into Rydberg 
states. Finally the graph on the lower right shows an electric 
field distribution with a curvature in two directions, which is 
realized by charging the plates in an alternate pattern. 



trinsic rise-time of 60 ns. The push-pull circuit of the 
switch has to be adjusted to match the capacitive load of 
50 pF of each field plate as well the 300 pF load of the 
high voltage coax cable, which connects the switch to the 
high voltage feedthroughs. 

The electric field distributions generated by the field 
plates and the Faraday cages of the MCPs have been cal- 
culated for several applications by finite element meth- 
ods. This method is quite time consuming but gives 
good results for a given set of voltages applied to the 8 
field plates and the two Faraday cages. But it is useless, 
when starting from a desired field distribution and asking 
for the required voltages. To do so, we use a simplified 
model consisting of point charges sitting at the corners of 
a cuboid. By expansion of the electric field into a Taylor 
series one can generate a set of linear equations, which 
can be used to calculate the voltages for a given electric 
field as shown in Fig. [HI 



VI. DETECTION OF RYDBERG STATES 

For a high detection sensitivity of Rydberg atoms, we 
installed two MCPs (Type B012VA, El-Mul Technologies 
Ltd, Israel) inside the vacuum chamber. After field ion- 
ization of the Rydberg atoms, we use one MCP to detect 
the ions. The second MCP is designated to detect simul- 
taneously the electrons. To improve the amplification 
even further we use MCPs in a Chevron configuration, 
which consist of two successive glass plates with a small 
spacing in-between. The electron current arriving at the 
anode is converted by a large resistor to a voltage and 
then amplified by a homebuild circuit including a low 
noise operation amplifier. The whole MCP Chevron as- 
sembly is boxed into a Faraday cage in order to shield 
the atoms in the center of the chamber from the biased 
front side, typically charged with -2000 V. The Faraday 
cage is closed at the front by a grid with a diameter of 
12 mm and a transmittance of 85%. The active area of 
the MCP front side has a diameter of 8.5 mm. 

To detect the Rydberg atoms with an MCP one has at 
first to field ionize the excited atoms. This can be done 
by a large enough electric field, which is in the case of 
an 43Si/2 state about 160 V/cm. In our case we want 
to detect the ions and one has to provide besides a suffi- 
cient field strength also a suitable electric field distribu- 
tion which guides the ions into the MCP J. 

Usually the magnetic fields of the trapping potential 
are still switched on when the ions move towards the 
MCP. The combination of electric and magnetic fields 
provoke a drift on the ions according to the force F — 
q{E + V X B). An estimation for the given experimental 
situation shows that the drift is in our case of the order 
of 1 mm and by this well below the aperture of the MCP 
of 8.5 mm. 

We calibrated the MCP ion signal by monitoring the 
losses in a cold atomic cloud due to Rydberg excitation 
and the corresponding voltage signal on the anode. Af- 
ter amplification, which is the same for the subsequent 
experiments, we acquire a signal of 1 Vs per 3.65 • 10^° 
atoms. In principle one could distinguish between sin- 
gle ion events, but the noise level of the signal limits our 
minimum sensitivity to about one hundred ions. 



VII. RYDBERG EXCITATION OF MAGNETICALLY 
TRAPPED ATOMS 

As a first performance test we excited Rydberg atoms 
in a magnetically trapped cloud of evaporatively cooled 
atoms. A schematic view of the experimental sequence is 
shown in Fig. \7\ The ultracold cloud consisted of 4 • 10^ 
atoms at a temperature of 15 fiK confined in a cigar 
shaped harmonic trapping potential with an axial trap- 
ping frequency (along the z-axis) of 18 Hz and an radial 
trapping frequency of 310 Hz. The magnetic offset field at 
the center of the trapping potential was set to 1.0 Gauss 
and the cloud is spin polarized in the F = 2,tof = 2 
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FIG. 7 Experimental sequence of Rydberg excitation. After 
the cooling and trapping steps are both lasers for the two pho- 
ton excitation switched on simultaneously. The pulses can be 
as short as 200 ns. During laser excitation we apply an electric 
field over the atoms to induce a Stark shift. It is advantageous 
to apply a small electrical field also in other experiments to 
extract unwanted ions from the atomic cloud. To detect the 
generated Rydberg atoms we increase the electric field above 
200 V/cm to field ionize them. After a short time of flight 
(few ps) the ions arrive at the MCP and generate after ampli- 
fication a pulse on the anode which is recorded by a computer 
for further processing. 



ground state with respect to the quantization axis given 
by the magnetic field. For highly excited states the hy- 
perfine coupling is significantly decreased and we remain 
with the coupling of the electron spin to the orbital mo- 
mentum to a total momentum J as shown in figure [S] 
We want to excite the atoms into the 435i/2 state which 
exhibits the same magnetic moment as the ground state 
and the transition is insensitive to magnetic fields. The 
laser light of both beams is circular polarized ((t+ for 780 
nm and (T~ for 480 nm) with respect to the z-axis (bold 
arrows in Fig. [8]). Nevertheless alters the direction of 
the magnetic field Hues of a magnetic trapping poten- 
tial when moving away from the center, which leads to 
a space dependent angle between the k-vector of the ex- 
citation lasers and the quantization axis. By this it is 
also possible to excite atoms into other excited states by 
admixtures of other polarizations. 

Fig. [5] shows the measurement of an excitation spec- 
trum. To avoid a too large excited state fraction and with 
this unwanted Rydberg- Rydberg interactions effects, we 
reduced the excitation time to 1 ps. During the excita- 
tion pulse we applied a small electric field of 2 V/cm to 
extract accidental ions. After excitation we immediately 
field ionized the Rydberg atoms and detected the ions 
with the multichannel-plate as described in section IVTl 

In an additional experiment, we measured the radia- 
tive lifetime of the 43S'i/2 state at a temperature of 20 
liK and a atomic peak density of 5 • 10^^ cm~^. We 
measured a lifetime of 99±15 ps, which is nicely in ac- 
cordance with the expected lifetime of 99 ps. The the- 
oretical value has been c alculated with th e help of the 
quantum defects of ®'^Rb (jGallagheii Il994f) . This shows 
that the lifetime is not reduced by collisions at such high 
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FIG. 8 Excitation of Rydberg atoms into the 43S'i/2 state 
from a cloud of magnetically trapped atoms with a temper- 
ature of 15 ^K. The upper part of the figure shows the two 
photon excitation scheme and the different pathways into the 
Rydberg states in the presence of a magnetic field as de- 
scribed in the text. The numbers next to the arrows indi- 
cate the individual transitions strengths. The measurement 
of the Rydberg excitation spectrum shown below features as 
expected two distinct peaks. The peak on the right corre- 
sponds to the in first order magnetically independent transi- 
tion 5Si/2,mj — 1/2 43S'i/2, mj = 1/2. The underlying 
red line is a Gaussian fit to the data with a width of 1.5 
MHz. The peak on the left raises by the excitation into the 
43Si/2,mj = — 1/2 state, which is sensitive to the magnetic 
field. The position and the shape of this peak is determined 
by the magnetic field distribution across the atomic cloud, 
the corresponding polarization pattern seen by the atoms, the 
temperature of the cloud, the excitation line-width and the 
different possible excitation paths. This has been calculated 
for the given parameters and the only remaining fitting pa- 
rameter of the red curve is the height. Finally, the black curve 
is the sum of the two individual red fitting curves. 
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densities. One would expect a reduction of the lifetime 
by a factor of tw o due to blackbody radiation at 300 K 
(lGallaghed . [l99l . which is not seen in our experiment. 
This is most likely due to the strongly reduced spectral 
density of modes inside the m etallic vacuum chamber 
(|Kolokolov and SkrotskiH Il974 ). 



VIII. ELECTRIC FIELD CALIBRATION BY MEASURING 
THE STARK SHIFT OF THE 43Si/2 STATE 

To examine the electric fields generated by the field 
plates, we make use of the quadratic Stark effect exhib- 
ited by the 43Si/2 state. The energy shift AW (in units 
of Plancks constant) of this state located in an electric 
field E is given by 

AW = -^aE^ (1) 

with a/2 = 8.06 MHz/(V/cm)2. This value has been 
calculated by a first principles calculation of the Stark 
map as shown in Fig. [9l 

The electric field for the Stark shift was produced by 
voltages on the field plates B and H, which were tuned 
from -15 V to -1-15 V. All other field plates as well the 
cage of the MCP I were set to ground. The simulation of 
the emerging field gives in the geometric center a value 
of 0.14 V/cm per applied unit of voltage on field plate B 
and H. The orientation of the field is parallel to the x- 
axis. The intrinsic asymmetric configuration of the field 
exhibits additionally a gradient along the x-axis of 0.1 
V/cm^ per apphed unit volt. This field is superposed 
with an additional extraction field of the Faraday cage of 
the MCP J, which was charged to -15 V. The calculated 
field remaining from the cage at the center is 0.2 V/cm 
plus a gradient of 2 V/cm^. For detection of the Rydberg 
atoms we switch after excitation the voltage on plate B 
and H to -1-1000 V, which is sufficient for field ionization. 
The field configuration with the plates B and H at a 
positive voltage and the Faraday cage at -15 V drags the 
positive ions towards the MCP for detection. 

As a sample for excitation we used an evaporatively 
cooled atomic cloud confined in the magnetic trap. At 
a temperature of 40 jiK the cloud is in the harmonic 
regime of the magnetic trap with a radial width of about 
40 pm. For such small clouds one can neglect the broad- 
ening of the spectroscopic lines due to inhomogeneties of 
the electric field. For the given parameters above, the 
broadening is less than two percent of the magnitude of 
the Stark shift energy. 

Fig. [9] shows the result on the measured Stark shift. 
The parabolic fit (blue line) is shifted by 1.34 V with 
respect to V, which is caused by the additional off- 
set field of the Faraday cage. At V one gets a Stark 
shift of 0.58 MHz which corresponds to an offset field 
of 0.27 V/cm (calculated 0.2 V/cm). The curvature of 
the fitted parabola can be used to calibrate the electric 
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FIG. 9 The upper graph shows a theoretical calculation of 
the Stark shift in the vicinity of n = 40. The arrow indicates 
the Stark shift of the 43S state which we used in our mea- 
surements shown in the graph below. The solid blue line is 
a parabolic fit since a quadratic Stark shift is expected. The 
red curves show the corresponding ion signal detected on the 
MCPs. The center of masses are represented by the black 
dots. 



field for the applied voltages at field plate B and H. To 
achieve 1 V/cm at the position of the atoms one has to 
apply 5 V at both field plates. The expected value from 
the theoretical calculation is 7.2 V. Both deviations from 
the theoretical can be explained if the atomic cloud is 
shifted along the x-axis by a few millimeters away from 
the geometric center. More likely are imprecisions of the 
numerical calculations, since the parametrization of the 
full vacuum chamber geometry is not feasible. 

The spectroscopic lines (plotted in red) exhibit a 
broadening which is not independent of the applied elec- 
tric field. There are two possible paths for the two photon 
transition 5Si/2 — > 5P3/2 ^ 43S'i/2- The desired transi- 
tion ends in the j = +1/2 state of the 435*1/2 manifold, 
which is the only one allowed by the chosen polarizations. 
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Nevertheless, is the direction of the magnetic field adja- 
cent to the trapping center not parallel to the z-axis and 
atoms can also be transferred to the j = —1/2 which 
is not anymore insensitive to the magnetic field. The 
gj factor of the Rydberg state is 2 and the total change 
in magnetic momentum is 2 /is- A calculation for the 
given parameters results in a broadening of about 3 MHz, 
which explains the observed linewidths very well. 



IX. CONCLUSION 

In this article, we have presented details of design- 
ing a setup which combines quantum degenerate gases 
with Rydberg atoms. The capability of coherent exci- 
tation into specific Rydberg states and their efficient de- 
tection with multichannel-plates establishes a new frame- 
work to study coherence properties of mesoscopic quan- 
tum systems. Especially the tunability of the inter- 
action strength and type among the Rydberg atoms 
by either choosing a specific Rydberg state or by ap- 
plying electric fields make this a valuable system for 
many tasks. The first realization of coherent and col- 
lective excitation in a mesoscopic quantum system in the 
st rong couplin g regime has been achieved with this setup 
(fHeidemann et all l2007l ). There exist manifold options 
for further investigations. This could be studies on the 
coherence properties of nonclassical states, the depen- 
dence on system size and its geometry, signatures beyond 
mean-field theories and the feasibility of such systems for 
quantum information. 
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